Electronic fetal monitor paced by maternal implanted pacemaker.
An implanted maternal pacemaker was found to produce a stronger fetal scalp signal than did the fetal R wave, thus causing the fetal electronic intrapartum monitor to record maternal heart rate. The newborn infant was healthy and well.